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Abstract

Pyrene and its derivatives find application as fluorescent probes for monitoring the oxygen concentrations in air and various fluids.
Photophysical characteristics of some commercially available derivatives of pyrene in silicone polymer matrix were studied in order to
find out whether they could be employed as a substitute for pyrene in the pressure sensitive paint (PSP). The derivatives under study were:
1-pyrenyl methanol (PMO), 1-pyrenyl butanol (PBO), 1-pyrene butyric acid (PBA), and 1-pyrene acetic acid (PAA). Distinct differences
were observed in the fluorescence emission spectra of the silicone coatings of derivatives depending on the functional group attached to
pyrene. The oxygen quenching sensitivity (OQS) of these probes were evaluated and compared to that of pyrene. It was found that the
fluorescence spectra of all silicone coatings of pyrene derivatives exhibited monomer and excimer peaks. The excimer emission of PBO in
silicone matrix was oxygen sensitive whereas the coatings of the other three pyrene derivatives exhibited poor oxygen quenching.
© 2003 Elsevier B.V. All rights reserved.
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1. Introduction

Pyrene and some its derivatives are often used as flu-
orescent probes for oxygen sensing applications because
they have a long excited state lifetime and are efficiently
quenched by oxygen[1–6]. The optical oxygen sensor
is based on the quenching of luminescence by oxygen
molecules. The oxygen sensor films are prepared by dispers-
ing the probe molecules in a suitable polymer support. The
polymer matrix for oxygen sensors should have high oxy-
gen permeability and hence silicone polymers are a natural
choice. These optical sensors find use not only for biolog-
ical monitoring of oxygen but also for measuring surface
pressure distribution for wind tunnel studies. The oxygen
sensitive coating used for surface pressure measurement is
known as pressure sensitive paint (PSP) and this specific
application is referred as “luminescence barometry”[7–14].

We have been working on the development of PSPs, espe-
cially on the paints using pyrene as the pressure sensor and
silicone polymer as the binder[15–17]. There are certain ad-
vantages for using pyrene as the active luminophore for PSP
since it has high pressure sensitivity and low temperature
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coefficient at ambient temperature[14,15], but pyrene-based
PSPs lack stability and undergo steady degradation during
the wind tunnel experiment and even under storage condi-
tions. We had carried out a detailed study of the mecha-
nism of degradation of pyrene-based PSPs and found that
the degradation of intensity of the PSP coating was due to
evaporation losses of pyrene aided by diffusion of pyrene in
silicone polymer[18]. In order to improve the stability of
the PSP coatings, it is necessary to arrest the diffusion and
evaporation of luminophore molecules from PSP coatings.
We have determined the diffusion coefficient of pyrene in
silicone polymer coatings prepared with commercially avail-
able silicone resins of different viscosities and found that
the diffusion of pyrene was independent of the viscosity of
the resin[19]. The high diffusion rate of pyrene in silicone
coatings is due to the side group rotation and segmental mo-
tion of polymer chains in silicone polymers, which create
free volume for small molecules to diffuse through. It has
been reported that pyrene derivatives like 1-pyrene butyric
acid (PBA) have suppressed molecular mobility in silicone
films [1]. Hence pressure sensor coatings were prepared by
replacing pyrene by pyrene derivatives with lower molecular
mobility and their photophysical properties were studied.

Ishiji and Kaneko have studied the photoluminescence of
PBA incorporated into silicone film and its potential appli-
cation as an oxygen sensor[1]. The PBA concentration of
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the silicone films used in their study was low and the emis-
sion spectrum of the film exhibited only monomer peaks and
no excimer peak. Lubbers and Opitz also have shown that
the monomer emission of a layer of PBA stabilized by ethyl
cellulose could be used as an oxygen sensor[6]. For PSP
applications, the excimer emission of pyrene is utilized be-
cause of its higher oxygen quenching, larger Stokes’ shift,
and higher quantum efficiency than the monomer emission
[14,15]. When pyrene molecules are embedded in a silicone
film or coating, it exhibits highly intense excimer emission
with good oxygen quenching sensitivity (OQS). But it is
not established whether any of the commercially available
pyrene derivative could be used as a substitute for pyrene.

In the present study, photophysical characteristics of com-
mercially available pyrene derivatives were examined with a
view to find a suitable luminophore as a substitute for pyrene
in the paint. The pyrene derivatives selected for this study
were: 1-pyrene methanol (PMO), 1-pyrene butanol (PBO),
1-pyrene butyric acid, and 1-pyrene acetic acid (PAA). A
comparison of the oxygen sensor performance of these four
pyrene derivatives with that of pyrene in silicone polymer
matrices is made and the results are discussed.

2. Experimental

2.1. Materials

Pyrene and pyrene derivatives (PBO, PMO, PBA, and
PAA) were procured from Sigma Aldrich Corporation. The
silicone resins, RTV IS 9188, RTV IS 8008, and RTV 11
were obtained from GE Silicones and DMS S42 and methyl
triethoxysilane were obtained from ABCR GmbH, Germany.
RTV IS 9188 (clear, neutral cure) and RTV IS 8008 (clear,
acetoxy cure) are one component silicone resins. Acetoxy
cure resins release acetic acid during the curing process and
neutral cure resins release alcohol, ammonia or ketoxime
depending on the functional group in the resin. RTV 11 is
a white, two component condensation cure silicone resin
which is cured by the addition of dibutyl tin dilaurate (0.5%)
as catalyst. DMS S42 is a silanol-terminated PDMS with a
molecular weight of 77,000. Methyl triethoxysilane (40%)
as cross linker and dibutyl tin dilaurate (0.5%) as catalyst
were added to DMS S42 to prepare the silicone coatings.
Chloroform and toluene (sulfur free) were used as solvents.

Ten commercially available pyrene derivatives were tested
for their oxygen quenching sensitivity in solution and sili-
cone films. Two of the derivatives, 1,3,6,8-pyrene tetrasul-
fonic acid (PTS) and 8-hydroxy-1,3,6-pyrene trisulfonic acid
(HPTS) were not soluble in chloroform or toluene and were
soluble in methanol. Silicone coatings of PTS and HPTS
were prepared by adsorbing them on silica gel from their
methanolic solutions and mixing the dye-adsorbed silica gel
with silicone resin. But the coatings of PTS and HPTS were
not oxygen sensitive. 1-Pyrene carboxylic acid (PCA) was
insoluble in almost all solvents. Solutions and silicone coat-

ings of 1-aminopyrene (AP) were highly unstable and de-
composed on exposure to UV radiation. In the case of pyrene
carboxaldehyde andN-(1-pyrenyl) maleimide, the oxygen
quenching sensitivity of their coatings was negligibly small.
Hence these pyrene derivatives were not suitable for prepar-
ing PSP coatings. Other pyrene derivatives like PBO and
PMO were soluble in toluene and chloroform. PBA and
PAA were sparingly soluble in toluene but a dilute solu-
tion could be prepared using chloroform. Four milligram of
each derivative was dissolved in 10 ml solvent. The concen-
trations of solutions of pyrene, PBO, PMO, PBA, and PAA
were 2.0 mM, 1.46 mM, 1.72 mM, 1.39 mM, and 1.54 mM,
respectively.

Sensor coatings were prepared by mixing 1 g of silicone
resin with 5 ml of a solution containing 2.0 mg of pyrene or
pyrene derivative (1.0 mg for PAA due to solubility prob-
lem). The mixture was sprayed onto 15 cm×5 cm aluminum
sheets of 0.3 mm thickness coated with a white reflecting
undercoat[15]. This undercoat was prepared by spraying a
two-component white paint onto the clean and dry aluminum
sheets and curing for 12 h at room temperature. The sens-
ing layer was allowed to cure for 24 h at room temperature.
Five sensor specimens of 3 cm× 5 cm were cut from each
aluminum sheet sprayed with each mixture. The thickness
of the film was about 30–40�m.

2.2. Methods

2.2.1. Fluorescence measurements
Fluorescence emission spectra were recorded using a fiber

optic spectrometer, model SD1000 from Ocean Optics, Inc
USA and a 300 W Xenon Arc Lamp (model no. 6258 from
Oriel Instruments) as source. The infrared radiation from
the xenon lamp was filtered by means of a water filter. A
bandpass filter (Oriel cat. no. 51650) was used to transmit
UV radiation from the source in the wavelength range of
300–380 nm and to illuminate the specimens with UV ra-
diation. The specimens were mounted in a sample chamber
fabricated in our laboratory so that emission was measured
by the front face technique. Purified nitrogen was passed
through the sample chamber to record the emission spectra
in the absence of oxygen. The fluorescence emission spectra
of the coatings were recorded in air and in the presence of
nitrogen. The oxygen quenching sensitivity of the specimen
was calculated using the equation,(IN2 − Iair) × 100/IN2

whereIN2 and Iair are the excimer intensity values of the
specimens in nitrogen and air, respectively.

3. Results and discussion

3.1. Photophysical characteristics of pyrene derivatives in
solution

The absorbance spectra of the solutions of pyrene
and pyrene derivatives in chloroform were recorded. The
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Fig. 1. Absorbance spectrum of a solution of PBO in toluene. Concentration of PBO= 0.02 mM.

concentration of luminophore in solution was 0.02 mM. It
was found that all the pyrene derivatives absorbed in the
UV region. The absorbance peaks of PBO, PMO, PBA,
and PAA were similar to that of pyrene and there was
only a slight shift to longer wavelength by about 8–10 nm.
The absorbance spectrum of PBO is shown inFig. 1.
The wavelength of maximum absorbance was about 345–
346 nm.

The fluorescence emission spectra of pyrene and pyrene
derivatives in solution were recorded. The solutions were
de-aerated by bubbling nitrogen through the solution in the
quartz cuvette for about 4–5 min and the emission spectra
of the de-aerated solutions were recorded. The fluorescence
emission spectra of a 2.0 mM solution of pyrene in toluene
before and after de-aeration are shown inFig. 2. There were
three prominent emission peaks for pyrene. The sharp peaks
at 393.1 and 417.3 nm were due to monomer emission and
the broad peak at 477.0 nm was due to pyrene excimer emis-
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Fig. 2. Fluorescence emission spectra of a solution of pyrene in toluene; (1) before deaeration and (2) after deaeration. Concentration of pyrene= 2.0 mM.

sion. All the emission peaks of pyrene were found to be oxy-
gen sensitive. The OQS of the excimer emission was found
to be 92.5%.

The fluorescence emission spectra of solutions of PBO
and PMO in toluene and chloroform, respectively before and
after de-aeration are shown inFig. 3. The emission spectrum
of a solution of PBO (1.46 mM) in toluene consisted of three
peaks, at 396.6 m, 419.6, and 478.0 nm (Fig. 3A). All the
emission peaks of PBO were oxygen sensitive. The emission
spectrum of PMO solution (1.72 mM) also consisted mainly
of three peaks as shown inFig. 3B. The excimer peaks of
PBO and PMO solutions were more oxygen sensitive than
their monomer peaks. The fluorescence emission spectra of
solutions of PBA and PAA in chloroform before and after
de-aeration are shown inFig. 4. There were three prominent
emission peaks for PBA at about 399.0, 423.0, and 479.0 nm
(Fig. 4A). Peaks similar to that of PBA were observed in the
case of PAA as shown inFig. 4B. The excimer peak of PAA
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Fig. 3. Fluorescence emission spectra of solutions of (A) PBO (1.46 mM) in toluene; and (B) PMO (1.72 mM) in chloroform (1) before deaeration and
(2) after deaeration.

was less sensitive to oxygen quenching compared to that
of PBA. Typical fluorescent intensity values (for monomer
and excimer emissions) and oxygen quenching sensitivity
of the solutions of pyrene and pyrene derivatives are shown
in Table 1. It was found that excimer emission was more
oxygen sensitive than monomer emissions for pyrene and
pyrene derivatives in solution.

3.2. Fluorescence emission of the silicone coatings of
pyrene derivatives

Coatings of pyrene and pyrene derivatives with a
two-component condensation cure silicone resin (GE RTV
11) were prepared as described inSection 2.1. The con-
centrations of pyrene, PBO, PMO, PBA, and PAA in the
coatings were 10.0, 7.3, 8.6, 6.9, and 3.8 mM, respectively.
The fluorescence emission spectra of these coatings were
recorded in air and in the presence of nitrogen and these
are shown inFigs. 5–7.

The fluorescence emission spectra of a coating of pyrene
in air and in the presence of nitrogen are shown inFig. 5. It
was found that the excimer emission of pyrene in the coat-
ing was enhanced about five-fold in the presence of nitro-
gen. The OQS for the excimer emission of pyrene in sili-

cone coating was about 80–81%.Fig. 6 shows the fluores-
cence emission spectra of coatings of PBO and PMO in air
and in the presence of nitrogen. The spectra of PBO coating
showed three monomer peaks (at 378, 398, and 418 nm) and

Table 1
Photophysical characteristics of pyrene derivatives in solution

Luminophore λmax

(nm) of
emission

Fluorescent emission
intensity (counts)

Oxygen
quenching
sensitivity (%)

Before
de-aeration

After
de-aeration

Pyrene 393.1 19.9 82.4 75.9
417.3 11.0 60.2 83.4
477.0 11.8 156.9 92.5

PBO 396.6 34.7 105.4 67.1
419.6 28.9 80.1 63.9
478.0 16.0 90.9 82.4

PMO 421.0 14.8 21.2 30.2
480.0 18.3 51.1 64.2

PBA 399.0 24.8 31.9 22.4
422.0 19.3 33.5 42.4
479.0 15.1 51.1 70.5

PAA 479.0 12.6 25.2 50.0
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Fig. 4. Fluorescence emission spectra of solutions of (A) PBA (1.39 mM) in chloroform; and (B) PAA (1.54 mM) in chloroform (1) before deaeration
and (2) after deaeration.
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Fig. 5. Fluorescence emission spectra of a coating of pyrene prepared with the silicone resin RTV 11, (1) in air and (2) in the presence of nitrogen.
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Fig. 6. Fluorescence emission spectra of coatings of (A) PBO; and (B) PMO prepared with RTV 11, (1) in air and (2) in the presence of nitrogen.

an excimer peak at 479 nm. The OQS values for monomer
and excimer emissions of PBO coating were about 70%.
It was found that the monomer emissions of PMO were
more oxygen sensitive than the excimer emission as shown
in Fig. 6B. Fig. 7 shows the fluorescence emission spectra
of the coatings of PBA and PAA in air and in the presence
of nitrogen. The excimer emission of PBA was less intense
and the oxygen quenching of excimer emission was poor.
The monomer emission of PBA at 418 nm was more oxy-
gen sensitive than the excimer emission. The photophysical
characteristics of PAA were similar to that of PBA and it
had lower OQS for excimer emission. The fluorescence in-
tensity values and OQS values of the coatings of pyrene and
pyrene derivatives are shown inTable 2.

It can be seen fromTable 2that pyrene coating has shown
the highest OQS for its excimer emission. This can be at-
tributed to the high mobility of pyrene molecules in silicone
polymer matrix and also to the longer lifetime of pyrene ex-
cimer. Among the coatings of pyrene derivatives, OQS for
excimer emission increased in the order PBO> PMO >

PBA ≥ PAA. Both PBA and PAA coatings had poor OQS
for excimer emission. The monomer emissions of PMO,
PBA, and PAA in silicone polymer were more oxygen sen-
sitive than their excimer emissions.

3.3. The effect of binder on the oxygen quenching of the
sensor coating

It is known that binder has an important role in decid-
ing the oxygen sensor performance[20]. Commercially

Table 2
Photophysical characteristics of pyrene derivatives in silicone coatings
with RTV11

Luminophore λem

(nm)
Fluorescent emission
intensity in

Oxygen
quenching
sensitivity (%)Air ( Iair) Nitrogen (IN2)

Pyrene 381.5 84.8 116.9 27.4
389.6 72.8 116.8 37.7
475 90.8 478.4 81.0

PBO 397.5 61.0 230.1 73.5
418.3 53.2 182.3 70.8
479.1 67.0 222.5 69.9

PMO 417.2 30.3 113.5 73.3
479.1 32.9 59.8 45.0

PBA 418.3 16.7 52.3 68.0
476 28.0 30.8 9.1

PAA 418.3 31.0 90.0 65.6
476 36.1 39.5 8.6
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Fig. 7. Fluorescence emission spectra of coatings of (A) PBA; and (B)
PAA prepared with RTV 11, (1) in air and (2) in the presence of nitrogen.

available silicone prepolymers contain solvents, fillers, low
molecular weight crosslinkers, catalysts, and other addi-
tives. These unknown components may affect the oxygen
quenching of the sensor molecules. Therefore, the effect of
different silicone resins as binders on the oxygen quenching
of sensor coatings was studied. Three silicone polymers,
RTV IS 9188, RTV IS 8008, and DMS S42 were selected
for this study.

Coatings of pyrene and pyrene derivatives with these sil-
icone resins were prepared in a similar manner as described
in Section 2.1. The concentration of the luminophore in the
coating was the same as for the coatings with RTV 11. The
fluorescence emission spectra of the coatings were recorded
in air and in the presence of nitrogen. Since excimer emis-
sion of pyrene is useful for PSP measurements, the intensity
values of the excimer emission of these coatings were mea-
sured and the OQS was calculated and these are shown in
Table 3.

It was found that the oxygen quenching of the excimer
emission of pyrene derivatives in different silicone coat-
ings was lower than that of pyrene. The OQS of excimer
emission of coatings of pyrene with all resins was high
and was about 80–81%. Coatings of PBO with RTV 11
exhibited an OQS of 69–70% for the excimer emission
whereas the OQS was lower for coatings of other pyrene
derivatives. The oxygen quenching of excimer emission

Table 3
Oxygen quenching sensitivity of the excimer emission of coatings of
pyrene and pyrene derivatives with two silicone resins

Luminophore Oxygen quenching sensitivity (%) of the
excimer emission of sensor coatings with

RTV 11 RTV IS 9188 RTV IS 8008 DMS S42

Pyrene 81.0 79.8 79.9 80.4
PBO 69.5 44.4 58.2 67.1
PMO 45.0 35.1 31.0 42.7
PBA 9.5 9.1 8.5 9.1
PAA 8.6 7.6 7.5 8.4

was poor (< 10%) for coatings of PBA and PAA in all
resins.

The OQS of the excimer emission of PBO coating was
found to depend on the type of silicone resin used. Coat-
ings of PBO with RTV 11 exhibited a higher OQS for the
excimer emission than coatings of PBO with other resins
like IS 9188 and IS 8008 which are single component resins
with neutral cure and acetoxy cure, respectively. The OQS of
PBO coatings with DMS S42 and RTV 11 were comparable.
DMS S42 is a silicone resin with known molecular struc-
ture (hydroxy terminated PDMS with a molecular weight of
77,000) and methyl triethoxysilane was used as crosslinker
to prepare the coating. Therefore, the coating with DMS
S42 will have long chains of PDMS with lesser cross link-
ing since the functional groups are at the end of the chain.
It has been reported that coatings with higher crosslinking
exhibit lower oxygen quenching[20]. This may be due to
the decreased oxygen permeability of silicone polymers with
higher crosslinking. In the case of the other three commer-
cial silicone resins, the composition is unknown. But our
results indicate that the coatings of IS 9188 and IS 8008
may have higher crosslinking due to branched chains in their
molecular structure. Since RTV 11 is a condensation cure
resin, it is most likely a hydroxy-terminated PDMS resin
and may have higher oxygen permeability than IS 9188 and
IS 8008.

3.4. Oxygen quenching kinetics of the luminophores
dissolved in solvents and polymer matrices

It is possible to explain these results on the basis of
the oxygen quenching kinetics[21]. Dynamic quench-
ing or diffusion-controlled quenching is described by the
Stern-Volmer equation

I0

I
= τ0

τ
= 1 + kqτ0[O2] (1)

whereI andI0 are the intensity,τ andτ0 are the lifetimes of
the luminophore at a molar concentration of oxygen, [O2]
and in the absence of oxygen respectively, andkq is the
quenching rate constant.

According to Henry’s law, the equilibrium oxygen con-
centration in the polymer coating is proportional to the
oxygen partial pressure,pO2 in contact with the surface of
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the coating under ambient pressure and temperature condi-
tions

[O2] = sO2 pO2 (2)

wheresO2 is the solubility of oxygen in the coating.
For diffusion controlled quenching, the quenching rate

constant,kq is related to the diffusion rate constant,kd for
the collision between oxygen and the excited luminophore
molecules by the equation

kq = αkd (3)

whereα is the probability that a collision leads to quenching
and is assumed to be equal to unity in many cases, especially
for the quenching of singlet excited states. According to
Smoluchowski equation relating the diffusion rate constant
and the diffusion coefficient

kd = 4πNσD

1000
(4)

whereN is the Avogadro’s number andσ is the collision
radius of the oxygen-dye complex. But since the diffusion
coefficient of oxygen in the polymer (DO2) is usually much
higher than the diffusion coefficient of the luminophore dye
(DL)

D = DO2 + DL ≈ DO2 (5)

Therefore, theEq. (4)becomes

kd = 4πNσDO2

1000
(6)

Substitution ofEqs. (2), (3) and (6)in Eq. (1)gives

I0

I
= τ0

τ
= 1 + 4πNσατ0(DO2 × sO2)pO2

1000
(7)

The product ofDO2 andsO2 gives the oxygen permeability
of the polymer matrix (P). It is evident fromEq. (7) that
the oxygen quenching sensitivity of a sensor film or coating
depends on the oxygen permeability and unquenched lumi-
nescence lifetime,τ0. Since silicone-based polymers have
high oxygen permeability, they are often used as the matrix
for oxygen sensors. In order to get high oxygen sensitiv-
ity, one has to select a luminophore with longer unquenched
lifetime (preferrably> 100 ns).

The lifetimes of monomer emission of pyrene and PMO
in various solvents and polymer matrices like polystyrene
(PS), polymethyl methacrylate (PMMA) and polyvinyl chlo-
ride (PVC) have been reported earlier[22]. These authors
have found that the decay of fluorescence emission in the
monomeric region of pyrene and PMO is monoexponen-
tial in solvents and polymer matrices. The longest lifetime,
414 ns was exhibited by pyrene in deaerated cyclohexane and
lifetimes of pyrene in more polar solvents were shorter. The
lifetimes of PMO were shorter than the lifetime of pyrene in
all solvents and polymer matrices. Solutions of pyrene and
PMO in chloroform have an unquenched lifetime of 133 and
101 ns, respectively[22]. The monomer emission of a solu-
tion of PBA in toluene showed a single exponential decay

with a lifetime of 61.5 ns[1]. Ishiji and Kaneko have studied
the monomer emission decay of PBA in silicone film under
argon atmosphere and found that the emission exhibits mul-
ticomponent decay which fitted well by double exponential
analysis with two lifetime values[1]. They have reported
that the monomer lifetimes of PBA in silicone were longer
than the value in solution. This explains the higher OQS
(68%) obtained for monomer emission of PBA at 418 nm
in silicone coating (Table 2). The multicomponent emission
decay and longer lifetime of PBA in silicone film indicate
that the molecular mobility of PBA in film is suppressed.
Because of suppressed molecular mobility of PBA in sil-
icone film, excimers are not formed. At higher PBA con-
centrations in the film, ground state dimers may be formed
which give rise to an excimer peak with low intensity. On
the other hand, silicone films containing pyrene give rise to
excimer peaks with high intensity even at low concentrations
due to the high molecular mobility of pyrene molecules in
silicone polymer matrix. The lifetimes of excimer emissions
of pyrene and pyrene derivatives in silicone polymer matrix
are not available in literature.

The excimer fluorescence decay characteristics of coat-
ings of pyrene and PBA prepared with silicone resin, IS
9188 under ambient conditions was studied. It was found
that the excimer fluorescence decay of pyrene could be fit-
ted by a bi-exponential equation. The profile comprised a
growth followed by a decay with lifetimes,τ1 = 10.64 ns
(growth) andτ2 = 30.24 ns (decay). FromEq. (1), I0/I =
τ0/τ. The intensity in the presence of nitrogen,IN2 is nearly
equal toI0, the intensity in the absence of oxygen. There-
fore, I0/I ≈ IN2/Iair ≈ τ0/τ (air). It can be seen from
Table 2thatIN2/Iair = 5.27 at 475 nm for a pyrene coating.
Hence,τ0 = 30.24× 5.27 = 159.3 ns for pyrene in silicone
polymer matrix. The fluorescence decay profile of a coating
of PBA in IS 9188 in the presence of air did not show a
growth time but the decay was bi-exponential with lifetimes,
τ1 = 28.97 ns (71.60%) andτ2 = 11.01 ns (28.40%). From
Table 2, IN2/Iair = 1.15 at 476 nm for a PBA coating. Hence
the unquenched lifetime,�0 = 28.97× 1.15 = 33.32 ns for
PBA. Thus, it was seen thatτ0 is low for silicone coating
of PBA (< 100 ns) and hence it has poor OQS. The life-
times should fall within the time scale of diffusion-controlled
bimolecular reaction so that the fluorescent molecules are
quenched dynamically.

4. Conclusions

This study has shown that the photophysical characteris-
tics of pyrene derivatives in solution and in the coating dif-
fered from that of pyrene. The excimer emission was more
oxygen sensitive than monomer emissions for pyrene and
pyrene derivatives in solution. Silicone coatings of pyrene
exhibited high oxygen quenching for the excimer emis-
sion. But when pyrene derivatives were dispersed in silicone
polymer matrix, their photophysical characteristics changed
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drastically. Among the coatings of pyrene derivatives, OQS
for excimer emission increased in the order PBO> PMO >

PBA ≥ PAA. The OQS of excimer peak and monomer
peaks were comparable for PBO coating whereas the oxy-
gen quenching of excimer emission of PMO, PBA, and PAA
was lower than the OQS of their monomer emissions. The
coatings of PBA and PAA had poor OQS (< 10%) for ex-
cimer emission. It was found that OQS of the excimer emis-
sion of PBO coating depended on the type of silicone resin
used. The coatings of PBO with the two-component sili-
cone resin RTV 11 and silanol-terminated PDMS resin were
found to have higher OQS than coatings of PBO with single
component resins. Therefore, PBO may find use as a poten-
tial luminophore along with silanol-terminated PDMS resin
as binder for PSP applications provided it fulfils other PSP
requirements.
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