# CALIBRATION OF PITOT - STATIC PROBES FOR HAL, KORAPUT

**Title**: CALIBRATION OF PITOT - STATIC PROBES FOR HAL, KORAPUT  
**Document No.**: PD PR 8906  
**Date of issue**:  
**Author(s)**: B. JAGANNATHA RAO & M.S. CHIDANANDA  
**Division**: Propulsion Division  
**Contents**: SHEETS - 6, FIGS. - 3, TABLES - 1  
**No. of copies**: Ten  
**External participation**: --  
**Sponsor**: HINDUSTAN AERONAUTICS LTD. KORAPUT  
**NAL Project No.**: PR - 9 - 001C  
**Approval**: B.R. PAI, HEAD, PROPULSION DIVISION  

**Remarks**:  

**Keywords**: Probe calibration, pitot-static probes, Propulsion systems  

**Abstract**:  
This document explains the calibration procedure adopted to test the pitot-static probes, as required by HAL, Koraput. These probes (16 nos.) were calibrated in the 254 mm x 102 mm induction tunnel of the Aerodynamics Division of the laboratory. The probe calibration factors were determined and tabulated as shown.